An unusual complication of endobronchial ultrasound-guided transbronchial needle aspiration (EBUS-TBNA): the needle breakage.
Endobronchial ultrasound-guided transbronchial needle aspiration (EBUS-TBNA) is now becoming a widely accepted procedure to investigate the mediastinum for the staging of non-small-cell lung cancer and diagnosing mediastinal lesions. During the intervention, some minor or major complications may occasionally occur. The present case report describes the first reported case of needle breakage during EBUS-TBNA.